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TM 8-350, Technique of Medical Diathermy, is published for the infor mation and guidance of all concerned.

[A.G. 300.7 (12 Jul 44).]

BY ORDER OF THE SECRETARY OF WAR:

G. C. MARSHALL, Chief of Staff.

OFFICIAL:

J. A. ULIO, Major General, The Adjutant General.


DISTRIBUTION :

Named Gen Hosp (12); Sta Hosp, Z. I. (6); Numbered Gen Hosp, T/O 8-550 (12) ; Numbered Sta Hosp, T/O 8-560 (6).

For explanation of symbols, see FM 21-6.
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FIGURE 29. RELATION OF COIL TO CHAIR.

Caution. Twelve thicknesses of heavy dry toweling between chair and coil. Remove any metal connections to chair.
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FIGURE 30. RELATION OF COIL TO TOWELS AND CHAIR.

Insulation : Six thicknesses of heavy dry toweling over coil. Use more if there is wasting of buttock muscles.
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FIGURE 31. RELATION OF COIL AND INSULATION TO PART.

Insulation : Six or more thicknesses of heavy dry toweling.

Intensity: Moderate.

Danger: Abdominal cramps or desire to urinate, stop treatment.

Duration: 60 minutes. Patient's position: Sitting.
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FIGURE 32. RELATION OF DISC TO PART FOR REFLEX VASODILITATION.

Caution. Remove all metal parts. Wrap both lower extremities with single towels. Comforter beneath legs as shown. Folded towel between thighs. Folded towel on arm where cable crosses it.
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FIGURE 32. RELATION OF DISC TO PART— continued.

Insulation : None under disc.

Intensity: Moderate.

Danger: Abdominal cramps, reduce intensity or stop treatment.

Duration : 60 minutes. Patient's position: Supine.

.fr u. s. GOVERNMENT PRINTING OFFICE: I944-6160O3
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